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Abstract 
Background: This study was carried out to evaluate the biocompatibility of zeolite-silver-zinc (Ze-Ag-Zn) nanopar-
ticles and their effect on the compressive strength of Mineral Trioxide Aggregate (MTA). 
Material and Methods: Biocompatibility was evaluated by an MTT assay on the pulmonary adenocarcinoma cells 
with 0.05, 0.1, 0.25, 0.5, 1 and 5 mg/mL concentrations of Ze-Ag-Zn. For compressive strength test, four groups 
containing 15 stainless-steel cylinders with an internal diameter of 4 and a height of 6 mm were prepared and MTA 
(groups 1 and 2) or MTA + 2% Ze-Ag-Zn (groups 3 and 4) were placed in the cylinders. The compressive strength 
was evaluated using a universal testing machine 4 days after mixing in groups 1 and 3, and 21 days after mixing 
in groups 2 and 4. 
Results: There was no significant difference between cytotoxicity of different concentrations. The highest 
(52.22±18.92 MPa) and lowest (19.57±5.76 MPa) compressive strength were observed in MTA group after 21 
days and  in MTA + 2% Ze-Ag-Zn group after four days, respectively. The effect of time and 2% Ze-Ag-Zn on the 
compressive strength were significant (P<0.05). Mixing MTA with Ze-Ag-Zn significantly reduced and passage of 
time from day four to 21 significantly increased the compressive strength. 
Conclusions: Mixing MTA with 2% Ze-Ag-Zn had an adverse effect on the compressive strength of MTA, but this 
combination had no cytotoxic effects.
Key words: Compressive strength, Cytotoxicity, Mineral Trioxide Aggregate, Nanoparticle, Zeolite-Silver-Zinc.
doi:10.4317/jced.53392
http://dx.doi.org/10.4317/jced.53392
Article Number: 53392                http://www.medicinaoral.com/odo/indice.htm
© Medicina Oral S. L. C.I.F. B 96689336 - eISSN: 1989-5488
eMail:  jced@jced.es
Indexed in:
Pubmed
Pubmed Central® (PMC)
Scopus
DOI® System
Samiei M, Ghasemi N, Asl-Aminabadi N, Divband B, Golparvar-Dashti Y, 
Shirazi S. Zeolite-silver-zinc nanoparticles: Biocompatibility and their ef-
fect on the compressive strength of mineral trioxide aggregate. J Clin Exp 
Dent. 2017;9(3):e356-60.
http://www.medicinaoral.com/odo/volumenes/v9i3/jcedv9i3p356.pdf
J Clin Exp Dent. 2017;9(3):e356-60.                                                                                                                                                 Addition of Zeolite-silver-zinc nanoparticles to MTA
e357
Introduction
Mineral Trioxide Aggregate  (MTA) is a calcium silica-
te-based hydrophilic cement which is widely used in en-
dodontics for perforation repair and root canal treatment 
due to several favorable characteristics like biocompa-
tibility and the capacity to induce osteogenesis and ce-
mentogenesis (1-3). However, its long setting time and 
handling difficulties are among its disadvantages (4, 
5).Various techniques have been proposed to improve 
the properties of MTA including the incorporation of 
different additives such as calcium chloride, Na2HPO4 
and nanoparticles (6-9).
Silver-zeolite nanoparticle has been used to improve 
the properties of materials in dentistry. It is a crystalli-
ne structure of alumino-silicate with a porous molecular 
structure in which various ions such as zinc and silver is 
embedded in the pores (10,11). A review of the literature 
in relation to the use of zeolite in combination with va-
rious elements such as silver and zinc in the dental field 
indicates its positive antimicrobials effect (12,13). The 
cytotoxicity of endodontic sealer with 2 wt% of silver-
zeolite is similar to that of glass-ionomer and is less than 
that of AH26 (12,13). Incorporation of silver-zeolite to 
MTA has resulted in an increase in its solubility and relea-
se of calcium and also in a decrease in setting time. In this 
context, mixing with a 2 wt% has led to better results than 
mixing with 0.2 wt% (10). In addition, a combination of 
MTA with silver-zeolite has resulted in an increase in its 
antibacterial activity against microorganisms such as E. 
faecalis, S. aureus and C. albicans (11). 
The compressive strength of MTA is important when 
it is used to repair furcal perforations, pulp capping or 
apexogenesis where it must resist against being crushed 
as a result of occlusal forces and the placement of res-
torative materials (5). Compressive strength of hydraulic 
cement is as an indicator of its hydration reaction and in 
fact is indirectly an indication of the setting process of 
the material. This physical property is affected by the 
type of MTA, the liquid with which it is mixed, the con-
densing pressure and techniques used to mix the powder 
and liquid (14,15).
To the best of our knowledge, there are no published 
studies available on the effect of silver-zeolite-zinc (Ze-
Ag-Zn) on the compressive strength of MTA. This study 
was designed to evaluate the effect of adding 2 wt% Ze-
Ag-Zn on the compressive strength of MTA at two time 
intervals of 4 and 21 days after mixing. In addition, the 
cytotoxicity of Ze-Ag-Zn on the pulmonary adenocarci-
noma cells was evaluated.
Material and Methods
The protocol for the study was independently reviewed 
and approved by the institutional review board.
-Preparation of Ze-Ag-Zn particles
HZSM-5 zeolite was synthesized in the laboratory. 
Zinc nitrate, AgNO3, was obtained from Merck (Merck, 
Darmstadt, Germany). The powder form ZSM-5 was 
modified by liquid phase ion exchange (LPIE), using 
Ag+ and Zn2+ cations. First, Ag (I)-ZSM-5 was prepared 
by a 24-h ion exchange with a solution of 10g of ZSM-5 
and 300mL of silver nitrate (1M) at ambient temperatu-
re. Then, 10g of Ag (I)-ZSM-5 were added to 300mL of 
zinc nitrate solution (5M) for preparation of Ag (I) and 
Zn (II)-ZSM-5. After each exchange process, the mo-
dified zeolite suspension was filtered and washed with 
copious amounts of deionized water (16).
-Characterization of Ze-Ag-Zn particles
X-ray diffraction patterns (XRD) were collected using 
a Siemens D500 diffractometer with Cu kα radiation 
(λ=1.5418 Aº and θ=4-80º) at room temperature. Scan-
ning electron microscope (Philips XL30) equipped with 
energy dispersive X-ray (EDX) facility was used to cap-
ture SEM images and to perform elemental analysis. 
The SEM sample was gold coated prior to examination 
and SEM was operated at 5kV while EDX analysis was 
performed at 15 kV. TEM studies, combined with EDX 
were carried out on a Zeiss LEO 912 Omega instrument, 
operating at 120 kV. TEM specimens were made by eva-
porating one drop of solution of sample in ethanol onto 
carboncoated copper grids. Grids were blotted dry on fil-
ter paper and investigated without further treatment. The 
determination of aluminum, silicon, zinc and silver con-
tents in zeolite samples was carried out using standard 
inductively coupled plasma (ICP) method. The samples 
for ICP analysis were prepared by fusing the modified 
zeolite with sodium hydroxide.
-MTT assay for cell viability
A549 alveolar adenocarcinoma cells (8×103 cells/well) 
were incubated in 96-well plates, each containing 200µL 
of supplemented cell culture media for 24 hours at 37°C 
and 5% CO2. The cells were divided into 7 groups 
(n=12): control, Ag (I) and Zn (II)-ZSM-5 (different 
concentrations of 0.05, 0.1, 0.25, 0.5, 1 and 5mg/mL) 
were treated. After an incubation period of 24h, the used 
media was removed and the plate wells were washed 
with phosphate-buffered solution. Then, 50μL of 2mg/
mL of MTT (3-(4, 5-dimetylthiazol-2-yl)-2, 5-diphenyl-
trazolium bromide) and 150μL of culture medium were 
added to each well. The cells were incubated at 37°C and 
5% CO2 for 4 h and then the media was discarded and 
dimethyl sulfoxide and Sorenson buffer were added to 
each well as a solubilizer buffer. Finally, absorbance was 
read using an ELISA plate reader (BioTeck, Bad Friedri-
chshall, Germany) at a wavelength of 570nm (17,18).
-Preparation of samples for compressive strength test
Based on the experimental material and the assessment 
time of compressive strength, 4 groups were considered 
in this study. For each group of the study, 15 steel cylin-
ders with an internal diameter of 4mm and a height of 
6mm were prepared. In groups 1 and 2, they were filled 
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with MTA (Angelus, Londrina, Brazil) and in groups 3 
and 4, they were filled with MTA + 2% Ag-Zn-Ze.
-Measurement of compressive strength 
The compressive strengths were determined in accor-
dance with ISO 9917-1 method. Each material was 
mixed and placed in a split stainless steel mold (4.0mm 
in inner diameter and 6.0mm in height). The mixed ce-
ment was then compacted into each mold using a spatula 
and further compacted using a dental plugger to ensure a 
dense and uniform sample with minimal porosity. Once 
filled, the excess material was scraped off with the edge 
of a glass microscopic slide to leave a flat and uniform 
surface. No later than 120s after mixing, the complete 
assembly was transferred into an incubator maintained 
at 37°C for 6h, after which they were removed from the 
molds and checked visually for any air voids or chipped 
edges. 
Fifteen sound samples were prepared for each group and 
placed in closed containers containing a piece of gauze 
impregnated with phosphate-buffered saline solution. 
Compressive strength assessment was performed using 
a universal testing machine (Hounsfield Test Equipment, 
Redhill, Surrey, UK) 4 days (groups 1 and 3) and 21 
days (groups 2 and 4) after mixing. Force was applied at 
a crosshead speed of 1mm/min parallel to the long axis 
of the molds until the materials were crushed. The force 
was recorded in Megapascals (MPa) 
-Statistical analysis
The Kolmogorov-Smirnov test and Q-Q plot were used 
to check the normal distribution of the data. Levene’s test 
was used to assess the equality of variances (19,20). After 
calculating the mean ± standard deviation of compressive 
strength, one-way ANOVA was used to assess the signifi-
cance of the effect of time and the type of material (with 
and without Ag-Zn-Ze) on the compressive strength (21). 
Post hoc Tukey test was used for pairwise comparisons of 
the groups (22). Data on cell viability was analyzed with T-
test (17). P<0.05 was considered statistically significant.
Results
-Characteristics of Ze-Ag-Zn particles
The size and morphology of Ag (I) & Zn(II)-ZSM-5 is 
illustrated in figure 1. This composite has spherical to 
cubical shape crystals. No amorphous phase is observa-
ble, indicating high purity of the sample. The average 
of the particle diameter of the composite (Fig. 1, TEM 
image, insert) is about 2-3 μm.
-Cytotoxicity of Ag (I) and Zn (II)-ZSM-5
The relative viability of cells treated with 0.05, 0.1, 0.25, 
0.5, 1 and 5mg/mL concentrations of Ag (I) & Zn (II)-
ZSM-5 after 24 hours of incubation is presented in figu-
re 2. T-test showed no significant difference in relation 
to cytotoxicity in the study groups (P<0.05).
-Compressive strength
The highest and lowest compressive strength was obtai-
Fig. 1. The size and morphology of Ze-Ag-Zn particles. Insert: 
TEM image.
ned in MTA group after 21 days (52.22±18.92MPa) and 
MTA + Ze-Ag-Zn group after 4 days (19.57±5.76MPa), 
respectively. Compressive strength was 35.85±12.34MPa 
for MTA group after 4 days and 32.78±9.43MPa for 
MTA + Ze-Ag-Zn group after 21 days.
ANOVA showed a significant effect of the presence 
or absence of Ze-Ag-Zn, and time on the compressive 
strength (P=0.03 and P=0.01, respectively). The presen-
ce of Ze-Ag-Zn significantly reduced the compressive 
strength (P<0.05). Regardless of the presence or absence 
of Ze-Ag-Zn, the passage of time from 4 to 21 days signi-
ficantly increased the compressive strength (P=0.03 for 
MTA groups and P=0.01 for MTA + Ze-Ag-Zn groups). 
Pairwise comparisons of the studied groups showed sig-
nificant differences between all groups (P<0.05).
Discussion
This study aimed to assess the effect of Ze-Ag-Zn on 
the compressive strength of MTA. The Ze-Ag-Zn signi-
ficantly reduced the compressive strength of MTA. Over 
time, the compressive strength of all groups in the study 
increased. The other finding of our study was the bio-
compatibility of Ze-Ag-Zn particles.
Fig. 2. Cell viability after exposure to Ze-Ag-Zn particles.
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The cytotoxicity of materials should be evaluated befo-
re their clinical application. In the present study, MTT 
assay was used to evaluate the cytotoxicity of Ze-Ag-
Zn. MTT is a colorimetric assay based on the ability of 
mitochondrial dehydrogenase in living cells to convert 
the yellow water-soluble tetrazolium salt into dark blue 
formazan crystals. The amount of formazan produced is 
directly proportional to the viable cell counts (23-25). 
Its advantage is that the formazan crystals are soluble in 
tissue culture media and therefore the solving procedure 
is omitted. In this study, viability of cells was determi-
ned based on the MTT assay because of its simplicity, 
precision and accessibility (4).
The initial compressive strength of MTA is 40 MPa and 
it reaches to 67 MPa after 21 days according to previous 
studies (14). Compressive strength indicates the quality 
of hydration process and increased amount of compres-
sive strength over time in both groups in our study is 
consistent with the results of previous studies (5,15,26). 
This indicates that MTA was hydrated from day 4 to 21 
and obtained its strength to some extent. In the method 
used in this study, both groups were kept in closed con-
tainers with gauze soaked in phosphate-buffered saline 
until clinical conditions were reconstructed and MTA 
was exposed to moisture.
In the present study, we chose two time periods to assess 
the compressive strength. The shorter time interval of 4 
days was selected because the primary strength is impor-
tant in clinical applications when the material is exposed 
to occlusal forces in the clinical situation. Also in this 
period, the material will reach optimum setting. Time 
interval of 21 days was chosen in order to investigate the 
effect of Ze-Ag-Zn, at a longer time interval in addition 
to the short time and compare the results with the con-
trol group (without Ze-Ag-Zn). Long-term strength is 
important for the material’s resistance against crushing 
caused by forces resulting from placing the restorative 
materials and occlusal forces (5).
In this study, attempts were made to control factors 
affecting the compressive strength of MTA. The pow-
der-to-liquid ratio was the same in all the samples. Mo-
reover, Ze-Ag-Zn was used at 2 wt% because in pre-
vious studies this percentage positively affected some 
properties of MTA (10,11). Mixing the powder with 
liquid was carried out manually by one person for all 
the samples for 15 seconds. Materials were later placed 
in the cylinder by one operator. In previous studies, the 
mechanical mixing and placement with ultrasonic agita-
tion increased the compressive strength (27). However, 
in this study we used only the manual method to remove 
the interaction between adding Ze-Ag-Zn, and mixing 
and placement method because it was the first time that 
the incorporation of Ze-Ag-Zn and its effect on the com-
pressive strength were investigated. Temperature and 
humidity were kept the same for all the samples.
Conclusions
Under the limitations of this study, the use of MTA + Ze-
Ag-Zn is not recommended in cases where the compres-
sive strength is important, such as the repair of furcal 
perforation, pulp capping and apexogenesis. However, 
MTA with Ze-Ag-Zn can be used as an apical plug and 
retro-filling material in surgeries where compressive 
strength is not important.
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